ACCU-Beame TT11 Medical

How to Mount a Beamsplitter...
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Step 1: Unscrew thumbscrew. Step 2: Remove microscope binocular head.

Step 3: Mount beamsplitter to microscope Step 4: Mount binocular head to beamsplitter,
body, and tighten thumbscrew to lock in place. and tighten thumbscrew to lock in place.
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